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Data acceDtable with aualifications. 

A = Data acceptable but qualified due to problems. 
R = Data rejected 
X = Problems, but do not affw data. 

Data Quality: Data contained in this batch were reviewed and found to be acceDtable with aualifications. Acceptable. 

aualified data may be used Drovided that individual values im~acted by the "Action Items" listed below are auurwnateh flaEEed. 

Befer to attached Results Summarv Tables.) 



Action Items: 1) All non-detected results for all comuounds are estimated and undetected IUJ) because 

holding times exceeded fourteen days. 

2) In the initial and continuing calibrations. Acetone’s %RSD and %D exceeded their resuective limits. The 

wsitive results for Acetone in both samules would have been estimated (Jl had blank criteria been met. (See 

Action Item 3) 

3) As a result of method blank contamination, the uositive results for Acetone in both samules are estimated 

and undetected WJ) as Der the Functional Guidelines criteria (lox rule). 

Comments: 1) In the initial calibration the surrogates had %RSDs exceeding 100%. Although surronates were 

not run at five seuarate concentrations as they should have been, it appears that the RRFs were calculated as if the 

auummiate concentration was used This did not m-uire action. 

2) The continuing calibration had compounds whose %Ds exceeded 25%. No action is muired because there 

were no wsitive results for those comuounds. 

3) The matrix qikdmatrix suike duulicate contained Methylene Chloride contamination which was not 

$resent in the blank or associated sample. 

Note: Data Summary Tables are attached. 
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